Missouri Department of Health and Senior Services Recall Alert

The Missouri Department of Health and Senior Services received the following recall regarding Roche
ACCU-CHEK FlexLink Plus Infusion Set due to the possibility of the tube becoming kinked.

Roche ACCU-CHEK FlexLink Plus Infusion Set: Class | Recall - Potential for
Under-Delivery of Insulin

AUDIENCE: Endocrinology, Patients

ISSUE: There is a potential for under-delivery of insulin due to a tube (cannula) which may become
kinked or bent when inserting the ACCU-CHEK FlexLink Plus infusion set. If this remains unnoticed,
this can result in under-delivery or no delivery of insulin. This can lead to elevated blood glucose levels
(hyperglycemia). Hyperglycemia can lead to many serious health complications including death.

BACKGROUND: This recall only applies to the ACCU-CHEK FlexLink Plus infusion sets that were
launched in November 2010. ACCU-CHEK Ultraflex, other Accu-Chek infusion sets or insulin pumps
are not affected by this recall and can be continued as directed by a physician or other qualified health
care provider.

RECOMMENDATION: The company requested its customers to stop using the ACCU-CHEK FlexLink
Plus infusion sets and return the unused products. Patients are to contact their health care providers or
caregivers to determine if changes to their therapy are needed and how to temporarily continue insulin
pump therapy without the ACCU-CHEK FlexLink Plus infusion set.

Healthcare professionals and patients are encouraged to report adverse events or side effects related to the
use of these products to the FDA's MedWatch Safety Information and Adverse Event Reporting Program:

o Complete and submit the report Online: www.fda.gov/MedWatch/report.htm
e Download form or call 1-800-332-1088 to request a reporting form, then complete and return to
the address on the pre-addressed form, or submit by fax to 1-800-FDA-0178

Read the MedWatch safety alert, including a link to the FDA Class I recall notice, at:

http://www.fda.gov/Safety/MedWatch/Safetylnformation/SafetyAlertsforHumanMedicalProducts/ucm24
8784.htm
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